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URGENT FIELD SAFETY NOTICE 

END USERS 
 
Commercial name:   Various Nebulizers and Nebulization Kits including Opti-Mist / 

Economist II (see Attachment A for full details) 
 
Issue Date:  19 November 2015 
 
REF No: See Attachment A 
 
LOT No:  See Attachment A 
  
FSCA ID:  2015-03 

 
Type of action:  Recall – Return of Product to Manufacturer 
 
 
Please note that this action only applies to specific product codes and associated 
LOT numbers and does not affect all product codes and LOTs of Nebulizers and 
Nebulization Kits.    
 
 
Description of the problem: 
ConvaTec/Unomedical has voluntarily initiated a global recall of specific product codes 
and associated LOTs/batches of Nebulizers and Nebulization Kits. An error in the 
manufacturing of a component part resulted in this component being unable to produce 
atomization or misting of supplied medication, saline or water contained in the nebulizer 
unit, therefore the nebulizer may not deliver the expected therapy to the patient.    
 
An internal assessment of product performance, including a review of customer 
feedback has confirmed that these devices are not meeting our expectations or those of 
our customers. For these reasons and to address any potential risk of harm, all of the 
affected products should not be used and should be recalled. 
 
 
Product Identification Procedure: 
The affected devices can be identified by the product reference number. 
 
The reference number can be found on the device label which is located on the primary 
packaging and/or the shipping carton.  The product code (reference number) is 
preceded by the word ‘REF’.  The lot number is preceded by the word ‘LOT’. 
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Example of Opti-Mist Plus Pediatric (3773MM), Adult (3772MM) and Hand Held Kit (3771MM) 

 
 
 
Advice on action to be taken by user.  
 
Our records show that you have taken delivery of the affected products. Please follow 
the steps below:  
 

1. Please stop the use of all affected devices as defined in this document. 
2. Ensure that all of the affected devices in stock are quarantined.  
3. Check stock and complete the enclosed ‘Recall Response Form for END 

USERS’ which should be forwarded to your distributor as soon as possible. 
4. Return all affected products to your distributor for credit or replacement by the 12 

February 2016. 
5. Please mark all returned product clearly with: “2015-03 Nebulizers from Your 

Name Here” 
 
 
Continue to report any adverse events involving this product to the ConvaTec Customer 
Care Line (see regional contact list for details). 
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Regional contact person for this Field Safety Corrective Action:  
 
 
Belgium / Estonia / France / Germany / Netherlands / Switzerland 
Tel: + 41 (0) 526305401 
Fax: +41 (0) 52 630 54 99 
Email: ccc.customerservice@convatec.com 
  
Denmark 
Tel: +45 4816 7030 
Fax: +45 44411993 
Email: customerservicenordic@convatec.com   
 
Finland 
Tel: +358 (0) 20 7659 630 
Fax: +358 (0) 20 7659 633 
Email: mail.fi@convatec.com 
 
Italy 
Tel: +39 3346407983 
Email: Emiliano.decarli@convatec.com 
 
Norway 
Tel: +47 22686095 
Fax: + 47 22191977    
Email: customerservicenordic@convatec.com 
  
Sweden 
Tel: +46 (0)42 332010  
Fax: +46 (0)42343033   
Email: customerservicenordic@convatec.com 
 
United Kingdom 
Tel: +44 (0) 124 483 2206 
Fax: +44 (0) 1244 832207 
Email: unomedical-uk.customerservices@convatec.co.uk 
 
 
 
 
 
 

mailto:ccc.customerservice@convatec.com
mailto:customerservicenordic@convatec.com
mailto:mail.fi@convatec.com
mailto:Emiliano.decarli@convatec.com
mailto:customerservicenordic@convatec.com
mailto:customerservicenordic@convatec.com
mailto:unomedical-uk.customerservices@convatec.co.uk


 
 

 FSCA Ref: 2015-03 (add Recall ID)  Page 4 of 9 

Transmission of this Field Safety Notice: 
This notice should be sent to all others who have received the affected Nebulizers and 
Nebulization Kits within your organization or to any organization where the affected 
devices have been transferred. ConvaTec apologizes for any inconvenience this may 
cause. If you have any questions, please contact your distributor or local 
ConvaTec/Unomedical representative (see regional contact list for details). 
 
The relevant National Authorities have been advised about this Field Safety Corrective 
Action. 
 
 
 
Contact reference person relating to this letter: (distributor to complete) 
 
Name: 

Position: 

Address: 

 

Tel: 

Fax: 

E-mail: 
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RECALL RESPONSE FORM for END USERS 
URGENT FIELD SAFETY NOTICE 

PLEASE COMPLETE AND RETURN 
 
Consignee of the device: 

Consignee Name:  

Consignee Address:  
 
 
 

 
The following Nebulizers and Nebulization Kits have been distributed to your facility: 

REF No. Product Description LOT No. 
Quantity 
Delivered 
(pieces) 
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Please answer each of the following.  
 
1.      We have NO affected product to return. 
2.      We previously returned all affected product in inventory. 
3.      We have affected product and are returning the following as per the 

instructions given by the distributor: 
 
Record quantity (pieces) for each LOT being returned: 

 
LOT No Units on 

Hand LOT No Units on 
Hand LOT No Units on 

Hand 
      

      

      

      

      

      

      

      

      

      

  
 
FORM Completed and Returned From: 
 

Name 
(CAPITAL LETTERS): 

 

Position:  

Address:  
 
 
 

Phone No:  

Signature:  
 

Date (dd/mm/yyyy):  
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Attachment A: 
 

Product Code /  
REF No. Description LOT No's. 

5752 OPTI-MIST NEBULIZER 98338, 99708, 101721, 102681, 104783, 105852, 107124 109130 

5759 OPTI-MIST NEB W/T" PIECE 98388, 99709, 104867, 105853, 106998, 107592 

6014771 OPTI-MIST PLUS NEBULIZER 104131, 107886 

1638-00 OPTI-MIST PLUS NEBULIZER 113596, 109206, 111468, 111041, 104509, 105827, 110329, 106755, 
107610, 107220, 98556, 13-24, 112052, 113158, 114090, 114480, 114692 

1638-01 MA NEB + MOUTH + T PIECE 113981, 13-31, 114694 

1651-21 Adult Complete with MA 

111469, 101984, 105593, 112062, 107631, 103151, 110557, 106785, 
109205, 13-31, 102389, 13-23, 98578, 99199, 105835, 107147, 104510, 

113599, 111042, 106782, 103166, 111470, 107223, 109211, 105836, 
112065   

3771MM OPTI-MIST PLUS NEBULIZER 
103301, 106022, 107174, 109222, 101889, 100506, 98030, 100114, 

98694, 101625, 103161, 99227, 100752, 105414, 13-31, 104916, 99447, 
100705, 106256, 106661, 106746, 107656, 108224 

3772MM OPTI-MIST PLUS NEBULIZER 

103432, 105016, 98031, 101704, 103827, 106338, 105022, 105513, 
105833, 106153, 106250, 103803, 108662, 103387, 105772, 13-32, 
100984, 100119, 98683, 106337, 101626, 103116, 101537, 103857, 
104011, 109417, 103829, 13-31, 105795, 109092, 105023, 100180, 

100693, 100985, 101533, 101723, 101761, 102046, 102063,  102473, 
102806, 102807, 102861, 103429, 103431, 103786, 103790, 103802, 
103825, 104043, 104095, 104101, 104598, 104601, 105012, 105013, 
105014, 105015, 105017, 105018, 105021, 105025, 105026, 105334, 
105849, 105989, 109420, 109694, 109718, 109719, 109739, 109746, 

108663       
3773MM OPTI-MIST PLUS NEBULIZER 13-31, 100697, 104818, 103674, 108730, 13-32, 106023, 98570, 105415  

3775-E OPTI-MIST CLEAR NEBULIZER 

97774, 98103, 98733, 98856, 100077, 100603, 100759, 100814, 100871, 
102284, 102606, 102712, 103076, 103575, 103890, 104068, 104244, 
104335, 105195, 105420, 105680, 106357, 106436, 106490, 106571, 
106842, 107123, 107304, 107657, 107717, 107845, 107974, 108057, 
108144, 108677, 108712, 108726, 108734, 108820, 108926, 109058, 

109301, 109403, 109437, 109552, 109581, 109690, 109763, 109805, 13-
30, 13-32 

3776-E OPTI-MIST CLEAR NEBULIZER 103675, 98033, 99206, 106308, 108653, 108966, 109096, 101686 

3777-E OPTI-MIST CLEAR NEBULIZER 103021, 103917, 106347, 108451, 108432 

3777MM OPTI-MIST CLEAR NEBULIZER 99207, 99735, 98034, 13-30, 109082 

4303MM ECONOMIST II NEBULIZER 107872, 98043, 104110, 98571, 104820, 105397 

770MM OPTI-MIST PLUS NEBULIZER 
102281, 101785, 106977, 98738, 109226, 103693, 97777, 103979, 

107544, 99230, 106456, 106024, 100700, 105452, 98057, 99450, 102744, 
103341, 107173, 108223 

771MM OPTI-MIST PLUS NEBULIZER 13-31, 98545, 109227 

772-E OPTI-MIST PLUS NEBULIZER 99451, 105423, 108655, 109225 

772MM OPTI-MIST PLUS NEBULIZER 103980, 106263, 109223, 104830, 108956, 103694, 105980, 108894, 
108893, 108892, 106532, 109345, 105467 
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773MM OPTI-MIST PLUS NEBULIZER 104005, 104831, 103695, 102642, 105399 

774-E OPTI-MIST CLEAR NEBULIZER 99577, 99606, 99852, 103463, 103746 

774MM OPTI-MIST CLEAR NEBULIZR 13-32, 99231, 102745 

775-E OPTI-MIST CLEAR NEBULIZER 
98546, 99397, 99845, 99997, 100167, 100401, 100516, 102570, 102671, 

102746, 103206, 104092, 104096, 104945, 106657, 106978, 107372, 
107739, 107826, 107969, 109113, 109559, 109885, 98634 

776-E OPTI-MIST CLEAR NEBULIZER 
97870, 97871, 97988, 98058, 98635, 99078, 99232, 99297, 99591, 99853, 

100402, 102141, 102461, 103342, 103464, 103747, 104093, 104484, 
104514, 105573, 106275, 106514, 13-29 

777-E OPTI-MIST CLEAR NEBULIZER 97873, 97874, 98059, 98969, 99079, 99398, 99539, 99578, 99854, 
103465, 13-30, 98396, 98922, 102142,  

778-E OPTI-MIST CLEAR NEBULIZER 
98099, 98730, 98853, 98871, 100074, 100254, 100424, 100812, 101312, 

101485, 101759, 101949, 102571, 102710, 103079, 103485, 103587, 
103892, 104067, 104211, 104243, 104442, 108928, 108940, 13-29 

86-775E OPTI-MIST CLEAR NEBULIZER 

98520, 98721, 98840, 98867, 98868, 99628, 99661, 99919, 100065, 
100205, 101473, 101750, 102038, 102476, 102720, 103580, 104046, 
104220, 104222, 104451, 104647, 105361, 105699, 105728, 105960, 
106381, 106596, 107309, 107401, 107468, 107516, 107751, 107757, 
107844, 107973, 108427, 108741, 108815, 108920, 108946, 108982, 

109245, 109377, 109985, 110026, 13-29, 105664, 13-30, 13-31, 13-32 

86-776E OPTI-MIST CLEAR NEBULIZER 

97750, 98722, 98841, 98869, 99492, 99630, 99673, 99932, 100066, 
100206, 100599, 100809, 100931, 101474, 101751, 102061, 102725, 
103284, 104055, 104223, 104245, 104415, 104628, 105362, 105509, 
105702, 105730, 105906, 106385, 108423, 108453, 108460, 108478, 

108502, 108551, 108601, 108615, 109421, 109462, 13-29, 13-30, 13-31, 
13-32  

86-777E OPTI-MIST CLEAR NEBULIZER 

109972, 97880, 98843, 99631, 99674, 99928, 100101, 100207, 101310, 
101450, 101752, 101926, 102138, 102474, 102702, 103607, 104224, 
104449, 105002, 105363, 105703, 105731, 105736, 106386, 108421, 
108422, 108424, 108425, 108461, 108462, 108469, 108470, 108472, 
108473, 108476, 108477, 108501, 108503, 108550, 108600, 108906, 

109969, 109984 

86-778E OPTI-MIST CLEAR NEBULIZER 

98048, 98844, 98859, 98870, 99920, 100102, 100238, 101484, 101753, 
102135, 102478, 102703, 103585, 104225, 104274, 104333, 105003, 
105693, 105704, 105729, 105767, 105961, 106382, 106612, 106982, 

107502, 107896, 107972, 108471, 108747, 108908, 108988, 109994, 13-
29, 13-31 

93776-E OPTI-MIST CLEAR NEBULIZER 99466, 101200, 102751, 103448, 105238, 108970, 111011, 13-29 

93777-E OPTI-MIST CLEAR NEB, 7` 98330, 99642, 103449, 104464, 108725, 109555 

9776-E OPTI-MIST CLEAR NEB, 
98380, 100177, 100784, 101201, 101708, 102076, 102468, 102945, 

103348, 103928, 104254, 105242, 105318, 105327, 106521, 106658, 
108951, 112005, 13-32 

9777-E OPTI-MIST CLEAR NEBULIZER 100483, 101202, 101709, 102796, 104750, 105243, 105328, 106114, 
108721, 111971 

HOPI3772 OPTI-MIST PLUS NEBULIZER 98491, 104100 

LM-86-772 OPTI-MIST PLUS NEBULIZER 106285, 108968, 109162, 106286, 108709 

PMD02600 OPTI-MIST NEBULIZER,T-PC 100563, 106744, 101527, 106189, 98782 
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PMD02601 OPTI-MIST PLUS NEBULIZER 108225, 101528, 98779 

PMD02602 OPTI-MIST PLUS NEBULIZER 101555, 106154, 98778, 100546 

PMD02603 OPTI-MIST PLUS NEBULIZER 106155, 101556, 104753, 108714 

PMD02604 ECONOMIST II NEBULIZER 106766, 101557, 106174, 100029, 100552 

PMD02605 OPTI-MIST PLUS NEBULIZER 106745, 101558, 106156, 100549, 98777 

PMD02606 OPTI-MIST CLEAR NEBULIZER 101559, 104756, 106806 

RSP04726 OPTI-MIST CLEAR NEBULIZER 98595, 100155, 101186, 102330, 102976, 104503, 105179 

 



 
 

 FSCA Ref: 2015-03 (add Recall ID)  Page 1 of 9 
 

 
URGENT FIELD SAFETY NOTICE 

DISTRIBUTORS 
 
Commercial name:   Various Nebulizers and Nebulization Kits including Opti-Mist / 

Economist II (see Attachment A for full details) 
 
Issue Date:  19 November 2015 
 
REF No: See Attachment A 
 
LOT No:  See Attachment A 
  
FSCA ID:  2015-03 

 
Type of action:  Recall – Return of Product to Manufacturer 
 
 
Please note that this action only applies to specific product codes and associated 
LOT numbers and does not affect all product codes and LOTs of Nebulizers and 
Nebulization Kits.    
 
 
Description of the problem: 
ConvaTec/Unomedical has voluntarily initiated a global recall of specific product codes 
and associated LOTs/batches of Nebulizers and Nebulization Kits. An error in the 
manufacturing of a component part resulted in this component being unable to produce 
atomization or misting of supplied medication, saline or water contained in the nebulizer 
unit, therefore the nebulizer may not deliver the expected therapy to the patient.    
 
An internal assessment of product performance, including a review of customer 
feedback has confirmed that these devices are not meeting our expectations or those of 
our customers. For these reasons and to address any potential risk of harm, all of the 
affected products should not be used and should be recalled. 
 
 
Product Identification Procedure: 
The affected devices can be identified by the product reference number. 
 
The reference number can be found on the device label which is located on the primary 
packaging and/or the shipping carton.  The product code (reference number) is 
preceded by the word ‘REF’.  The lot number is preceded by the word ‘LOT’. 
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Example of Opti-Mist Plus Pediatric (3773MM), Adult (3772MM) and Hand Held Kit (3771MM) 

 
 
Advice on action to be taken by user.  
 
Our records show that you have taken delivery of the affected products. Please follow 
the steps below:  
 

1. Please examine both the enclosed questionnaires and immediately put all 
products you may have on hold. 

2. Please forward copies of the ‘Field Safety Notice END USERS' to your 
customers, asking them to return the affected products to you along with a 
completed ‘Recall Response Form for END USERS’. 

3. When the product and completed Response Form have been returned to you, 
please contact ConvaTec/Unomedical to arrange for the stock to be uplifted and 
returned for credit. Please place new purchase orders for replacement stock. 

4. Please mark all returned product clearly with: “2015-03 Nebulizers from Your 
Name Here” 

5. Please also return a completed ‘Recall Response Form for DISTRIBUTORS’ and 
all ‘Recall Response Form for END USERS’ to us via Fax/ E-mail. 

 
 
Continue to report any adverse events involving this product to the ConvaTec Customer 
Care Line (see regional contact list for details). 
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Regional contact person for this Field Safety Corrective Action:  
 
 
Belgium / Estonia / France / Germany / Netherlands / Switzerland 
Tel: + 41 (0) 526305401 
Fax: +41 (0) 52 630 54 99 
Email: ccc.customerservice@convatec.com 
  
Denmark 
Tel: +45 4816 7030 
Fax: +45 44411993 
Email: customerservicenordic@convatec.com  
  
Finland 
Tel: +358 (0) 20 7659 630 
Fax: +358 (0) 20 7659 633 
Email: mail.fi@convatec.com 
 
Italy 
Tel: +39 3346407983 
Email: Emiliano.decarli@convatec.com 
 
Norway 
Tel: +47 22686095 
Fax: + 47 22191977    
Email: customerservicenordic@convatec.com 
  
Sweden 
Tel: +46 (0)42 332010  
Fax: +46 (0)42343033   
Email: customerservicenordic@convatec.com 
 
United Kingdom 
Tel: +44 (0) 124 483 2206 
Fax: +44 (0) 1244 832207 
Email: unomedical-uk.customerservices@convatec.co.uk 
 
 
 
 
 

mailto:ccc.customerservice@convatec.com
mailto:customerservicenordic@convatec.com
mailto:mail.fi@convatec.com
mailto:Emiliano.decarli@convatec.com
mailto:customerservicenordic@convatec.com
mailto:customerservicenordic@convatec.com
mailto:unomedical-uk.customerservices@convatec.co.uk
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Transmission of this Field Safety Notice: 
This notice should be sent to all others who have received the affected Nebulizers and 
Nebulization Kits products within your organization or to any organization where the 
affected devices have been transferred. ConvaTec apologizes for any inconvenience 
this may cause. If you have any questions, please contact your distributor or local 
ConvaTec/Unomedical representative (see regional contact list for details). 
 
The relevant National Authorities have been advised about this Field Safety Corrective 
Action. 
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RECALL RESPONSE FORM for DISTRIBUTORS 
URGENT FIELD SAFETY NOTICE 

PLEASE COMPLETE AND RETURN by Fax/Email 
 
Consignee of the device: 

Consignee Account No:  

Consignee Name:  

Consignee Address:  
 

 
The following Nebulizers and Nebulization Kits have been distributed to your facility: 

Invoice # Sales Order # REF No. LOT No. 
Quantity 
Delivered 
(pieces) 

 
 
 
 
 
 
 

    

 
Please answer each of the following.  

1. Have You Distributed the Product Further?  NO           YES*   * 
          *If YES, have you notified down to your customer? NO*          YES   
          *If NO explain why not:  

 
2.      We have NO affected product to return. 
3.      We previously returned all affected product in inventory. 
4.      We have affected product and are returning the following: 

 
Record quantity (pieces) for each LOT being returned: 

 
LOT No. Units on 

Hand LOT No. Units on 
Hand LOT No. Units on 

Hand LOT No. Units on 
Hand LOT No. Units on 

Hand 
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 Provide details of affected Nebulizers and Nebulization Kits that were distributed to 
customers: 

Customer Name REF No. LOT No. Quantity 
(pieces) 

    
    
    
    
    
    
    
    
    
    
    
    
    
    
 
 
FORM Completed and Returned From: 
 

Name 
(CAPITAL LETTERS): 

 

Position:  
Address:  

 
 

Phone No:  
Signature:  

 
Date (dd/mm/yyyy):  

 
As requested, I have also provided a copy of all ‘Recall Response Form for 
END USERS’ returned from customers who received affected product.  
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Attachment A: 
 

Product Code /  
REF No. Description LOT No's. 

5752 OPTI-MIST NEBULIZER 98338, 99708, 101721, 102681, 104783, 105852, 107124 109130 

5759 OPTI-MIST NEB W/T" PIECE 98388, 99709, 104867, 105853, 106998, 107592 

6014771 OPTI-MIST PLUS NEBULIZER 104131, 107886 

1638-00 OPTI-MIST PLUS NEBULIZER 113596, 109206, 111468, 111041, 104509, 105827, 110329, 106755, 
107610, 107220, 98556, 13-24, 112052, 113158, 114090, 114480, 114692 

1638-01 MA NEB + MOUTH + T PIECE 113981, 13-31, 114694 

1651-21 Adult Complete with MA 

111469, 101984, 105593, 112062, 107631, 103151, 110557, 106785, 
109205, 13-31, 102389, 13-23, 98578, 99199, 105835, 107147, 104510, 

113599, 111042, 106782, 103166, 111470, 107223, 109211, 105836, 
112065   

3771MM OPTI-MIST PLUS NEBULIZER 
103301, 106022, 107174, 109222, 101889, 100506, 98030, 100114, 

98694, 101625, 103161, 99227, 100752, 105414, 13-31, 104916, 99447, 
100705, 106256, 106661, 106746, 107656, 108224 

3772MM OPTI-MIST PLUS NEBULIZER 

103432, 105016, 98031, 101704, 103827, 106338, 105022, 105513, 
105833, 106153, 106250, 103803, 108662, 103387, 105772, 13-32, 
100984, 100119, 98683, 106337, 101626, 103116, 101537, 103857, 
104011, 109417, 103829, 13-31, 105795, 109092, 105023, 100180, 

100693, 100985, 101533, 101723, 101761, 102046, 102063,  102473, 
102806, 102807, 102861, 103429, 103431, 103786, 103790, 103802, 
103825, 104043, 104095, 104101, 104598, 104601, 105012, 105013, 
105014, 105015, 105017, 105018, 105021, 105025, 105026, 105334, 
105849, 105989, 109420, 109694, 109718, 109719, 109739, 109746, 

108663       
3773MM OPTI-MIST PLUS NEBULIZER 13-31, 100697, 104818, 103674, 108730, 13-32, 106023, 98570, 105415  

3775-E OPTI-MIST CLEAR NEBULIZER 

97774, 98103, 98733, 98856, 100077, 100603, 100759, 100814, 100871, 
102284, 102606, 102712, 103076, 103575, 103890, 104068, 104244, 
104335, 105195, 105420, 105680, 106357, 106436, 106490, 106571, 
106842, 107123, 107304, 107657, 107717, 107845, 107974, 108057, 
108144, 108677, 108712, 108726, 108734, 108820, 108926, 109058, 

109301, 109403, 109437, 109552, 109581, 109690, 109763, 109805, 13-
30, 13-32 

3776-E OPTI-MIST CLEAR NEBULIZER 103675, 98033, 99206, 106308, 108653, 108966, 109096, 101686 

3777-E OPTI-MIST CLEAR NEBULIZER 103021, 103917, 106347, 108451, 108432 

3777MM OPTI-MIST CLEAR NEBULIZER 99207, 99735, 98034, 13-30, 109082 

4303MM ECONOMIST II NEBULIZER 107872, 98043, 104110, 98571, 104820, 105397 

770MM OPTI-MIST PLUS NEBULIZER 
102281, 101785, 106977, 98738, 109226, 103693, 97777, 103979, 

107544, 99230, 106456, 106024, 100700, 105452, 98057, 99450, 102744, 
103341, 107173, 108223 

771MM OPTI-MIST PLUS NEBULIZER 13-31, 98545, 109227 

772-E OPTI-MIST PLUS NEBULIZER 99451, 105423, 108655, 109225 

772MM OPTI-MIST PLUS NEBULIZER 103980, 106263, 109223, 104830, 108956, 103694, 105980, 108894, 
108893, 108892, 106532, 109345, 105467 
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773MM OPTI-MIST PLUS NEBULIZER 104005, 104831, 103695, 102642, 105399 

774-E OPTI-MIST CLEAR NEBULIZER 99577, 99606, 99852, 103463, 103746 

774MM OPTI-MIST CLEAR NEBULIZR 13-32, 99231, 102745 

775-E OPTI-MIST CLEAR NEBULIZER 
98546, 99397, 99845, 99997, 100167, 100401, 100516, 102570, 102671, 

102746, 103206, 104092, 104096, 104945, 106657, 106978, 107372, 
107739, 107826, 107969, 109113, 109559, 109885, 98634 

776-E OPTI-MIST CLEAR NEBULIZER 
97870, 97871, 97988, 98058, 98635, 99078, 99232, 99297, 99591, 99853, 

100402, 102141, 102461, 103342, 103464, 103747, 104093, 104484, 
104514, 105573, 106275, 106514, 13-29 

777-E OPTI-MIST CLEAR NEBULIZER 97873, 97874, 98059, 98969, 99079, 99398, 99539, 99578, 99854, 
103465, 13-30, 98396, 98922, 102142,  

778-E OPTI-MIST CLEAR NEBULIZER 
98099, 98730, 98853, 98871, 100074, 100254, 100424, 100812, 101312, 

101485, 101759, 101949, 102571, 102710, 103079, 103485, 103587, 
103892, 104067, 104211, 104243, 104442, 108928, 108940, 13-29 

86-775E OPTI-MIST CLEAR NEBULIZER 

98520, 98721, 98840, 98867, 98868, 99628, 99661, 99919, 100065, 
100205, 101473, 101750, 102038, 102476, 102720, 103580, 104046, 
104220, 104222, 104451, 104647, 105361, 105699, 105728, 105960, 
106381, 106596, 107309, 107401, 107468, 107516, 107751, 107757, 
107844, 107973, 108427, 108741, 108815, 108920, 108946, 108982, 

109245, 109377, 109985, 110026, 13-29, 105664, 13-30, 13-31, 13-32 

86-776E OPTI-MIST CLEAR NEBULIZER 

97750, 98722, 98841, 98869, 99492, 99630, 99673, 99932, 100066, 
100206, 100599, 100809, 100931, 101474, 101751, 102061, 102725, 
103284, 104055, 104223, 104245, 104415, 104628, 105362, 105509, 
105702, 105730, 105906, 106385, 108423, 108453, 108460, 108478, 

108502, 108551, 108601, 108615, 109421, 109462, 13-29, 13-30, 13-31, 
13-32  

86-777E OPTI-MIST CLEAR NEBULIZER 

109972, 97880, 98843, 99631, 99674, 99928, 100101, 100207, 101310, 
101450, 101752, 101926, 102138, 102474, 102702, 103607, 104224, 
104449, 105002, 105363, 105703, 105731, 105736, 106386, 108421, 
108422, 108424, 108425, 108461, 108462, 108469, 108470, 108472, 
108473, 108476, 108477, 108501, 108503, 108550, 108600, 108906, 

109969, 109984 

86-778E OPTI-MIST CLEAR NEBULIZER 

98048, 98844, 98859, 98870, 99920, 100102, 100238, 101484, 101753, 
102135, 102478, 102703, 103585, 104225, 104274, 104333, 105003, 
105693, 105704, 105729, 105767, 105961, 106382, 106612, 106982, 

107502, 107896, 107972, 108471, 108747, 108908, 108988, 109994, 13-
29, 13-31 

93776-E OPTI-MIST CLEAR NEBULIZER 99466, 101200, 102751, 103448, 105238, 108970, 111011, 13-29 

93777-E OPTI-MIST CLEAR NEB, 7` 98330, 99642, 103449, 104464, 108725, 109555 

9776-E OPTI-MIST CLEAR NEB, 
98380, 100177, 100784, 101201, 101708, 102076, 102468, 102945, 

103348, 103928, 104254, 105242, 105318, 105327, 106521, 106658, 
108951, 112005, 13-32 

9777-E OPTI-MIST CLEAR NEBULIZER 100483, 101202, 101709, 102796, 104750, 105243, 105328, 106114, 
108721, 111971 

HOPI3772 OPTI-MIST PLUS NEBULIZER 98491, 104100 

LM-86-772 OPTI-MIST PLUS NEBULIZER 106285, 108968, 109162, 106286, 108709 

PMD02600 OPTI-MIST NEBULIZER,T-PC 100563, 106744, 101527, 106189, 98782 
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PMD02601 OPTI-MIST PLUS NEBULIZER 108225, 101528, 98779 

PMD02602 OPTI-MIST PLUS NEBULIZER 101555, 106154, 98778, 100546 

PMD02603 OPTI-MIST PLUS NEBULIZER 106155, 101556, 104753, 108714 

PMD02604 ECONOMIST II NEBULIZER 106766, 101557, 106174, 100029, 100552 

PMD02605 OPTI-MIST PLUS NEBULIZER 106745, 101558, 106156, 100549, 98777 

PMD02606 OPTI-MIST CLEAR NEBULIZER 101559, 104756, 106806 

RSP04726 OPTI-MIST CLEAR NEBULIZER 98595, 100155, 101186, 102330, 102976, 104503, 105179 

 


