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STANMORE IMPLANTS WORLWIDE LIMITED 
FIELD SAFETY CORRECTIVE ACTION ACKNOWLEDGMENT FORM 

 
 
 
Nov 24th,  2016 
 
NAME: 

ADDRESS: 

CITY, STATE ZIP, POSTCODE: 

FSCA identifier:          Product Field Action RA2016-155 
 
Description:             METS Product Packaging 
 
Catalogue and Batch Numbers:      
 
List of affected batches form appended ☐ 
 
Type of Action:       Return to Supplier 
 

 
 
I have received the notification from Stanmore Implants Worldwide Limited dated Nov 24th, 2016 
stating that they initiated a Field Safety Corrective Action of the above referenced product. 
 
 
 
 
 
____________________________________  ______________________________ 
Customer       Date 
(Signature) 
 
 
 
_____________________________________   
Customer Name    
(Print)      
 
 
Please email this signed and dated form to amelia.wiltshire@stanmoreimplants.com 
 
 
 
 
 

mailto:amelia.wiltshire@stanmoreimplants.com


Stanmore Implants T +44 (0) 20 8238 6500 
210 Centennial Avenue F +44 (0) 20 8953 7443 
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United Kingdom 

List of affected batch numbers 

Product Code Batch 
Number 

Returning 
Product* 

mkfh/SmLg 
A11445 
A11143 

mkfh/SmSt 

A12052 
A12053 
A12090 

mkfh/StdLg A10394 

mkfh/StdSt 

A12144 
A12268 
A15168 
A9320 

mkrhm/SmLg A9326 

mkrhm/SmSt 

A10335 
A11981 
A11920 
A15364 

mkrhm/StdLg A12229 

mkrhm/StdSt 

A10347 
A10346 
A11557 
A12219 
A11829 
A11893 
A14467 
A15292 
B14336 

msfshft/135 B9864 

msfshft/150 

B14216 
B9240 
B9412 
B9755 

msiss/30x27C 
B7883 
B9920 

msiss/O15x36x44C B9612 
msiss/O30x30x38C B8906 

msiss/O30x36x44C 
B11419 
B9611 

*Please indicate the number of units
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